Bilateral accidental rupture of the fibrous capsules surrounding mammary prosthesis. Case report.
A complication of augmentation mammaplasty is presented. Bilateral traumatic rupture of the surrounding fibrous capsule occurred without disruption of the prosthetic envelope. Questions are also raised about the effects of pregnancy on the maturing fibrous capsule.